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ABSTRACT
Acoustic absorption, reflection, and transmission is typically measured using an impedance tube. We present
the design and initial measurements of a radically different measurement system. The instrument builds on the
rich history and deep mathematics developed in pursuit of electromagnetic Vector-corrected Network Analyzers
(VNAs). Using acoustic directional couplers and a traditional VNA mainframe we assembled an “Acoustic Vector
Network Analyzer” (AVNA). The instrument measures acoustic scattering parameters, the complex reflection
and transmission coefficients, of materials, transmission lines, ported structures, ducts, etc. After the fashion of
electromagnetic VNAs we have constructed millimeter-wave measurement heads that span the 800 Hz–2200 Hz
(420–150 mm) and 10 kHz–22 kHz (35–15 mm) bands, demonstrating scalability. We present initial measurement
results.
1 Introduction
Absorbing materials play an important role in archi-
tectural acoustics, the design of recording studios, lis-
tening rooms, and automobile interiors. The growth
and decay of the reverberant sound field in a room
depends on the absorbing properties of the materials
used [1–3]. The sound transmission properties of com-
ponents are also of interest to acoustic engineers. For
example, attenuation in ducts impacts the delivery of
fan noise, and the loss in pipe-shaped components of
musical instruments affects their performance. The
acoustic attenuation of material samples placed in a
waveguide reflects subtle properties of the material.
In this manuscript we describe a new instrument that
offers the potential to deliver acoustic reflection and
transmission measurements with traceable accuracy
and unprecedented measurement speed. The design is
inspired by an instrument developed and refined over
many decades since the second world war and now
ubiquitous in radio and microwave laboratories all over
the world: the Vector-corrected Network Analyzer or
“VNA”.
A Vector Network Analyzer (VNA) is an instrument
that measures the parameters of an electrical network.
There is a rich history of their design spanning over
50 years [4]. Vector network analyzers are mostly
‘two-port’ analyzers that measure two port systems like
amplifiers and filters, but single-port and higher order
systems with an arbitrary number of ports are possible.
Key to the operation of VNAs is the ability to separate
waves traveling in opposite directions along a trans-
mission line [5]. This allows the instrument to report
reflection coefficient, the ratio of incident to reflected
signal. It also enables a mathematically-sophisticated
calibration procedure that can negate the effects of im-
perfections in the instrument itself.
VNAs measure so-called “scattering parameters” or S-
parameters [5]. S-parameters are the most commonly
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measured parameters because the reflection and trans-
mission coefficients of electrical networks are easy to
measure at high frequencies compared with ordinary
complex impedance [6].
At present, acoustic measurements to characterize ma-
terials are typically done with two industry standard
techniques [7, 8]. Neither of these methods is traceable
to an external standard. Both are performed frequency
by frequency in a laborious manner. The multiple-
microphone method can be unreliable especially when
phase is important [9]. Other methods in the acous-
tic domain essentially use an impedance divider in a
waveguide [10–13]. None of these methods is particu-
larly precise, and none have become common.
In the early years of radio frequency (RF) test and
measurement there were a few techniques available to
measure magnitude and phase traveling waves. The
slotted line was one of the first techniques that was de-
veloped by what is now the company Rohde & Schwarz.
The “slotted-line” is the radio frequency equivalent of
the moving-microphone method for separation of two
acoustic traveling waves propagating in opposite direc-
tions. Rantec and Wiltron introduced various Phase/-
Gain/amplitude meters/receivers in the 1950s that cov-
ered the microwave frequency range. In the 1960s
simple Network Analyzers were assembled by mat-
ing directional couplers with vector meters. At that
time, s-parameters were proposed as a design tool for
microwave circuit design and engineering, requiring
measurement of the parameters. In the late 1960s the
Hewlett-Packard company released the HP 8410, a Net-
work Analyzer without inbuilt error calibration, and
began work on vector correction. By the middle of the
1980s the so-called SOLT (Short, Open, Load, Thru)
and TRL (Thru, Reflect, Line) calibrations had been
proven as mathematically-sound ways of achieving pre-
cise calibration; the HP 8510 was introduced to the
market as the first instrument with in-built error correc-
tion. By the 1990s VNA capability had been extended
into the world of optics [14, 15] and on wafer measure-
ment [16, 17] with the added development of LR(R)M
calibration techniques [18,19]. The development of the
TRL and TR(R)M calibration methods required fewer
standards than SOLT, greatly improved calibration ac-
curacy by allowing weaker standards to be discarded,
and extended the number of error terms corrected up to
the full 16. Machines were now being sold that spanned
the frequency range from below 50MHz (wavelength
of 6m) to over 110GHz (wavelength of 3mm). A wave-
length of 6m in the case of sound in air represents a
frequency of just over 50Hz, while 3mm corresponds
to 110kHz, a very wide range indeed.
The VNA was instrumental in the development of every
new generation of radar. It enabled most of the high-
frequency electronic systems we enjoy today, including
cellular phones, global positioning, WiFi, and ethernet.
In all of the VNAs sold, directional couplers are the
fundamental building block. Directional couplers in
their waveguide form are not dissimilar from one an-
other, and this proves to be true even in the acoustic
case. As such it may be surprising to note that the
development in 1971 of the acoustic directional cou-
pler [21] was never followed by the serious adoption
of VNA techniques in acoustics.
2 Hardware
In an effort to improve on the available acoustic meth-
ods, we have constructed a dual-port Acoustic Vec-
tor Network Analyser (AVNA) [20]. This is based
around Lagasse’s coupler design [21]. Figure 1 shows
our prototype system consisting of an old HP4395A
VNA mainframe fitted with two 3D-printed measure-
ment heads. Figure 2 presents the block diagram of
the system; interested readers will find it similar to
those of millimetre-wave commercial electro-magnetic
VNAs. The physical design also mimics the remote-
head, waveguide-based VNA designs offered by com-
panies such as Keysight and Anritsu. Each head in-
corporates a directional coupler for 10–20 kHz oper-
ation [22], within which is a matching pad & sound
source [20], and electronics to interface sensing micro-
phones to the VNA receivers. This system will be used
here to measure acoustic S-parameters.
Figure 3 depicts an early version of the coupler-pad-
source component, conveniently constructed for the 1–
2 kHz band, in transparent acrylic to show the internal
geometry. In front of that is shown a sliding load and
other waveguide components. To the rear of the image
a 1-foot (300mm) ruler gives scale.
To further improve this system we report here a system
for calibrating our AVNA, and we discuss standards
that we anticipate can be made traceable. The relia-
bility and repeatability of the flange system is crucial
to the physical performance of the acoustic VNA as
well as the performance of any potential calibration
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technique, and we have explored this design in some
detail elsewhere [23], and incorporated it into all of our
hardware.
Fig. 1: The physical hardware for the acoustic vector
network analyser. The commercial VNA (rear
top) sits atop of a retrofitted ’test-set’ which
connects the waveguide (front center) via exter-
nal amplifiers (white boxes on the far left and
right).
Fig. 2: A block diagram of the hardware presented in
Figure 1. The presented configuration is using
two ports to measure a “Device Under Test”
(DUT).
Fig. 3: An example of an acoustic directional coupler
for 1–2 kHz, the branch waveguide structure re-
sponsible for it’s directional behavior is clearly
visible thanks to being constructed of colour-
less polycarbonate. Microphones left and right
are the forward and reverse coupled “ports” re-
spectively.
Fig. 4: A flow-graph of the 16 term error model. This
flow-graph represents the physical paths for sys-
tematic error in the system, these are numeri-
cally represented in the error matrix ’E’
3 Calibration Methods
Owing to the imperfections of acoustic directional cou-
plers, the advance of the AVNA depends upon the de-
velopment of a calibration method. The calibration
method is a process for determining the systematic
error of the measurement device. A correction algo-
rithm is then applied to convert raw measurements into
corrected ones.
The analysis of a VNA is traditionally carried out us-
ing traveling-wave flow graphs [24, 25]. The complete
16-term error model represented in flow-graph form
is shown in figure 4. Based on the model, a system
of equations relating raw to corrected measurements
is found. This system of linear equations that relate
the measured acoustic properties of a device under test
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(DUT) to the actual acoustic properties of the DUT,
present a considerable algebraic problem. The act of
calibration takes measurements made on known de-
vices, and solves for the 16 error terms. The 16 term
error model was chosen because of the inclusion of
leakage paths that are expected to be an issue in the
acoustic VNA, but that may often be ignored in the
electromagnetic case by virtue of Faraday shielding.
We face finding 16 complex error terms. Unfortunately,
very few known acoustic standards exist. The most
obvious standard is a perfect reflection, consisting of
a guide closed with a solid panel. In previous work,
it was shown that the so-called “sliding load” method,
adapted from a scheme popular in the electromagnetic
domain in the 1980s, could provide the equivalent of
a perfect absorber [26, 29]. The sliding load works by
utilizing the phase change of the reflected signal from
an imperfect absorber whose reflection magnitude is in-
variant at different positions in a guide. The result that
would have been obtained from a perfect absorber can
be calculated from the value of a imperfect absorber.
This is normally done with a numerical circle fit, or
possibly a spiral fit. These two standards (Reflect, [slid-
ing] Load) are insufficient by themselves, even for a
single port VNA [9].
As we have two ports, it is possible to connect them di-
rectly, measuring a so-called “zero-length Thru”. With
the available ’Thru’, ’Match’, and ’Reflect’ standards
we can adapt the LRM or TRRM electromagnetic cal-
ibration methods proposed by Silvonen [27] to solve
the system. This method utilizes five measurements
of combinations of the standards to produce a set of
twenty equations. This overdetermined system can
be solved with a numerical method like Single Value
Decomposition (SVD), or with the analytical results
from [27].
3.1 Calibration
































For a zero-length Thru T = 1, and our method uses a
zero-length Thru since it is the simplest option. T is
otherwise calculated from its length l and propagation
constant γ , where T = e−γl , but the (time) length of a
thru in the acoustic domain is subject to many uncer-
tainties, not least concerning the variable properties of
air. The 16-term error model shown in figure 4 yields
the matrix representation in equation (6), expanded
in 7. E represents the 16-term error matrix while e
represents and individual error term. e00 for example
represents the error as a result of signal following the




















e00 e03 e01 e02
e30 e33 e31 e32
e10 e13 e11 e12
e20 e23 e21 e22
 (7)
Sm, the “measured” S-parameters and Sa, the “actual”































Sm = E1 +E2Sa(I −E4Sa)−1E3 (10)
Where I is the unit matrix. Solving for Sa yields
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Sa = [E3(Sm −E1)−1E2 +E4]−1 (11)
This equation is very non-linear and difficult to solve
directly. Cascading T -parameters are used to linearize
the problem. Solving for the T -parameters can be done
in a variety of ways. Two common methods are normal-
izing by one of the unknown coefficients and solving
directly or using a least squares method, single value
decomposition (SVD) is used often because of its abil-
ity to handle singularities [28].
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 (15)
Using the T -parameters and the definitions of Sm and
Sa the following can be derived
Sm = (T1Sa +T2)(T3Sa +T4)−1 (16)
T1Sa +T2 −SmT3Sa −SmT4 = 0 (17)
Sa = (T1 −SmT3)−1(SmT4 −T2) (18)
Equation 17 forms the basis of calibration and can be
arranged into the form of A ·T = 0 and produces a set of
twenty linear equations in terms of the 16 T-parameters
tn. Equation 18 allows for de-embedding of the DUT.
The full system of equations generated by the five mea-
surements is presented for the interested reader in Fig-
ure 9 towards the end of this manuscript.
4 Results
Figure 5 shows the corrected data of the ’Thru’ (zero-
length) standard when using the error matrix produced
by the numerical method. This shows that the trans-
mission terms (S12 & S21) very well calibrated to 0 dB
(100% transmission) with reflections (S11 & S22) sitting
at least -40 dB down.
Figure 6 shows the the corrected data of the ’reflect’
standard when using the error matrix produced by the
analytical method. This shows that the reflection terms
(S11 & S22) very well calibrated to 0 dB (100% re-
flection) with transmission (S12 & S21) down around
-350 dB. This is the numerical computation noise, as
expected because the calibration is algebraic, rather
than numerical.
The performance of the ’Match’ standard which is im-
plemented as a sliding load is limited by the perfor-
mance of the circle fit used. The circle fit used is the
Taubin method [30]. In order for this method to work
effectively there needs to be sufficient points for the
method to fit a least squares solution for all frequen-
cies. Three points are theoretically sufficient, however
when implementing the sliding load practically there
are frequencies where more points may be required for
an accurate fit. Imperfections in the circle fit manifest
themselves as an increase in the noise floor, especailly
where the result is small.
5 Discussion
Once the error matrix has been generated using the
analytical and numerical methods, the error matrix can
be checked. To check the error matrix is valid math-
ematically it is multiplied by any set of measured S-
parameters for a standard. If the result of this multipli-
cation is the same as the ideal matrix for that standard
then the calibration has been successful.
When the SVD and analytic solutions proved results
that are in agreement, we may be reasonably sure that
there are no errors or bugs in the calibration algorithms.
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Fig. 5: Result of measuring the ’Thru’ calibration standard (a tube of zero-length) using the numerical calibration
method. The expected results are perfect transmission (0dB loss) as shown, and zero reflection (-∞ dB).
The residual signal shows -40–50dB, representing the noise floor of the system.
Fig. 6: Result of measuring the ’reflect’ calibration standard (a steel plate) using the analytical calibration method.
The expected results are perfect perfect reflection (0dB loss) as shown, and zero transmission (-∞ dB). The
residual signal is ≈−350 dB.
In favour of the numerical approach, we may observe
that the noise floor gives an indication for the noise in
the measurements including those used in the calibra-
tion. Further, it can be used in principle with any set of
standards or permutations of standards that produces
enough information to solve the equations. Against this
approach, it tends to give a weaker calibration. While
the analytical method is weaker in it’s indication of
noise, and requires a specific set of standards it does
give strong calibrations.
6 Summary
We have built a dual-port acoustic vector network anal-
yser and we have shown an initial calibration. These
two steps are crucial to the realization of the vector
network analyser as a traceable acoustic measurement
system. Further comparison of calibrated results with
with a simulation, using Computational Fluid Dynam-
ics (CFD) is required. This characterisation will be
of a complicated acoustic waveguide structure, and if
our instrument agrees with simulations of that struc-
ture, We will pronounce our instrument fully functional.
Colleagues at another university are working on simu-
lations currently.
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Fig. 7: Result of measuring S11 & S21 for the ’Match’ calibration standard (a sliding load made of open cell
foam [29]) using the analytical calibration method. The expected results are zero transmission (-∞ dB),
and zero reflection (-∞ dB). The residual signal is ≈−350 dB.
Fig. 8: Result of measuring the ’reflect’ calibration standard (a steel plate) using the numerical calibration method.
The expected results are perfect reflection (0dB loss) as shown, and zero transmission (-∞ dB). The residual
signal shows -40–50dB, representing the noise floor of the system.
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Fig. 9: Full system of equations. A corresponds to the ideal ’Thru’ and Ma corresponds to the measured ’Thru’,
and so on for all standards.
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